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Food and Drug Administration, HHS § 888.3027 

This device is exempt from the pre-
market notification procedures of sub-
part E of part 807 of this chapter sub-
ject to § 888.9. 

[65 FR 19319, Apr. 11, 2000] 

§ 888.1520 Nonpowered goniometer. 
(a) Identification. A nonpowered goni-

ometer is a mechanical device intended 
for medical purposes to measure the 
range of motion of joints. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 888.9. 

[52 FR 33702, Sept. 4, 1987, as amended at 66 
FR 38815, July 25, 2001] 

Subpart C [Reserved] 

Subpart D—Prosthetic Devices 

§ 888.3000 Bone cap. 
(a) Identification. A bone cap is a 

mushroom-shaped device intended to 
be implanted made of either silicone 
elastomer or ultra-high molecular 
weight polyethylene. It is used to cover 
the severed end of a long bone, such as 
the humerus or tibia, to control bone 
overgrowth in juvenile amputees. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 888.9. 

[52 FR 33702, Sept. 4, 1987, as amended at 61 
FR 1124, Jan. 16, 1996; 66 FR 38815, July 25, 
2001] 

§ 888.3010 Bone fixation cerclage. 
(a) Identification. A bone fixation 

cerclage is a device intended to be im-
planted that is made of alloys, such as 
cobalt-chromium-molybdenum, and 
that consists of a metallic ribbon or 
flat sheet or a wire. The device is 
wrapped around the shaft of a long 
bone, anchored to the bone with wire 
or screws, and used in the fixation of 
fractures. 

(b) Classification. Class II. 

§ 888.3015 Bone heterograft. 
(a) Identification. Bone heterograft is 

a device intended to be implanted that 

is made from mature (adult) bovine 
bones and used to replace human bone 
following surgery in the cervical region 
of the spinal column. 

(b) Classification. Class III. 
(c) Date PMA or notice of completion of 

a PDP is required. As of May 28, 1976, an 
approval under section 515 of the act is 
required before this device may be 
commercially distributed. See § 888.3. 

§ 888.3020 Intramedullary fixation rod. 
(a) Identification. An intramedullary 

fixation rod is a device intended to be 
implanted that consists of a rod made 
of alloys such as cobalt-chromium-mo-
lybdenum and stainless steel. It is in-
serted into the medullary (bone mar-
row) canal of long bones for the fixa-
tion of fractures. 

(b) Classification. Class II. 

§ 888.3025 Passive tendon prosthesis. 
(a) Identification. A passive tendon 

prosthesis is a device intended to be 
implanted made of silicon elastomer or 
a polyester reinforced medical grade 
silicone elastomer intended for use in 
the surgical reconstruction of a flexor 
tendon of the hand. The device is im-
planted for a period of 2 to 6 months to 
aid growth of a new tendon sheath. The 
device is not intended as a permanent 
implant nor to function as a replace-
ment for the ligament or tendon nor to 
function as a scaffold for soft tissue 
ingrowth. 

(b) Classification. Class II. 

§ 888.3027 Polymethylmethacrylate 
(PMMA) bone cement. 

(a) Identification. 
Polymethylmethacrylate (PMMA) bone 
cement is a device intended to be im-
planted that is made from 
methylmethacrylate, 
polymethylmethacrylate, esters of 
methacrylic acid, or copolymers con-
taining polymethylmethacrylate and 
polystyrene. The device is intended for 
use in arthroplastic procedures of the 
hip, knee, and other joints for the fixa-
tion of polymer or metallic prosthetic 
implants to living bone. 

(b) Classification. Class II (special 
controls). The special control for this 
device is the FDA guidance document 
entitled ‘‘Class II Special Controls 
Guidance Document: 
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21 CFR Ch. I (4–1–10 Edition) § 888.3030 

Polymethylmethacrylate (PMMA) 
Bone Cement.’’ 

[67 FR 46855, July 17, 2002] 

§ 888.3030 Single/multiple component 
metallic bone fixation appliances 
and accessories. 

(a) Identification. Single/multiple 
component metallic bone fixation ap-
pliances and accessories are devices in-
tended to be implanted consisting of 
one or more metallic components and 
their metallic fasteners. The devices 
contain a plate, a nail/plate combina-
tion, or a blade/plate combination that 
are made of alloys, such as cobalt-chro-
mium-molybdenum, stainless steel, 
and titanium, that are intended to be 
held in position with fasteners, such as 
screws and nails, or bolts, nuts, and 
washers. These devices are used for fix-
ation of fractures of the proximal or 
distal end of long bones, such as 
intracapsular, intertrochanteric, inter-
cervical, supracondylar, or condylar 
fractures of the femur; for fusion of a 
joint; or for surgical procedures that 
involve cutting a bone. The devices 
may be implanted or attached through 
the skin so that a pulling force (trac-
tion) may be applied to the skeletal 
system. 

(b) Classification. Class II. 

§ 888.3040 Smooth or threaded metallic 
bone fixation fastener. 

(a) Identification. A smooth or thread-
ed metallic bone fixation fastener is a 
device intended to be implanted that 
consists of a stiff wire segment or rod 
made of alloys, such as cobalt-chro-
mium-molybdenum and stainless steel, 
and that may be smooth on the out-
side, fully or partially threaded, 
straight or U-shaped; and may be ei-
ther blunt pointed, sharp pointed, or 
have a formed, slotted head on the end. 
It may be used for fixation of bone 
fractures, for bone reconstructions, as 
a guide pin for insertion of other im-
plants, or it may be implanted through 
the skin so that a pulling force (trac-
tion) may be applied to the skeletal 
system. 

(b) Classification. Class II. 

§ 888.3045 Resorbable calcium salt 
bone void filler device. 

(a) Identification. A resorbable cal-
cium salt bone void filler device is a 
resorbable implant intended to fill 
bony voids or gaps of the extremities, 
spine, and pelvis that are caused by 
trauma or surgery and are not intrinsic 
to the stability of the bony structure. 

(b) Classification. Class II (special 
controls). The special control for this 
device is the FDA guidance document 
entitled ‘‘Class II Special Controls 
Guidance: Resorbable Calcium Salt 
Bone Void Filler Device; Guidance for 
Industry and FDA.’’ See § 888.1(e) of 
this chapter for the availability of this 
guidance. 

[68 FR 32636, June 2, 2003] 

§ 888.3050 Spinal interlaminal fixation 
orthosis. 

(a) Identification. A spinal interlam-
inal fixation orthosis is a device in-
tended to be implanted made of an 
alloy, such as stainless steel, that con-
sists of various hooks and a posteriorly 
placed compression or distraction rod. 
The device is implanted, usually across 
three adjacent vertebrae, to straighten 
and immobilize the spine to allow bone 
grafts to unite and fuse the vertebrae 
together. The device is used primarily 
in the treatment of scoliosis (a lateral 
curvature of the spine), but it also may 
be used in the treatment of fracture or 
dislocation of the spine, grades 3 and 4 
of spondylolisthesis (a dislocation of 
the spinal column), and lower back 
syndrome. 

(b) Classification. Class II. 

§ 888.3060 Spinal intervertebral body 
fixation orthosis. 

(a) Identification. A spinal 
intervertebral body fixation orthosis is 
a device intended to be implanted made 
of titanium. It consists of various 
vertebral plates that are punched into 
each of a series of vertebral bodies. An 
eye-type screw is inserted in a hole in 
the center of each of the plates. A 
braided cable is threaded through each 
eye-type screw. The cable is tightened 
with a tension device and it is fastened 
or crimped at each eye-type screw. The 
device is used to apply force to a series 
of vertebrae to correct ‘‘sway back,’’ 
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